Biapical cannulation for biventricular support with the pneumatically driven Excor system.
We report on a 41-year old patient who underwent implantation of an Excor biventricular assist system. Both ventricles were cannulated on the apical aspect with left ventricular apex cannulas. The cannulation technique is described.